Introduction {#sec1}
============

The interfacial tension between fluids is a property that governs many processes, ranging from natural phenomena such as the locomotion of insects on water,^[@ref1]^ the superhydrophobicity of lotus leaves (the "lotus effect"),^[@ref2]^ respiration,^[@ref3]^ and fluid flow instability^[@ref4]^ to wetting and capillary forces that influence many industrial applications, for instance, in emulsion technology (important in foods, pharmaceuticals, cosmetics, etc.) and composites preparation.^[@ref5]^ To determine the interfacial tension between two immiscible liquids, a wide range of techniques exist. Plate and ring methods monitor the wetting of a surface by a liquid,^[@ref5]^ and drop shape analysis techniques focus on the curvature of a known droplet, such as pendant and sessile drops.^[@ref6]−[@ref10]^ Bubble methods observe the deformation of a shell around an air pocket^[@ref11]^ or the pressure necessary to form air bubbles of known radii, relating that pressure to the surface or interfacial tension by the Young--Laplace equation.^[@ref12]^ More recently, microfluidics techniques have been employed to determine the interfacial tension on microscopic scales by observing the dynamics of droplet deformations in a flow,^[@ref13]−[@ref21]^ using a minimum of fluid while still obtaining precise data.

These techniques have proven themselves to be powerful and versatile; however, they also have significant shortcomings. In particular, they either are only applicable for certain combinations of fluids or require precise knowledge of additional material parameters, such as the liquid densities or viscosities.^[@ref6],[@ref8],[@ref14]^ If such data are not available with high accuracy, or if the values of the required parameter for the two liquids are very similar, large uncertainties arise in the established interfacial tension value.^[@ref9]^ Moreover, many techniques require relatively large volumes of the liquids to be studied.

Other techniques for measuring interfacial tension include aspiration methods, initially applied to determine the cortical tension of living animalian cells or lipid membranes.^[@ref22]−[@ref24]^ These techniques use carefully tuned pressure differences to aspirate material into a micropipette, the pressure needed to aspirate the cell being related to the unaspirated and aspirated radii from a modified form of the Young--Laplace equation which relates the interfacial tension, γ, to the pressure difference δ*P* necessary to induce aspiration compared to the pressure for a stationary undeformed cell, and the radii of curvature of the unaspirated and the aspirated cell, *R*~1~ and *R*~2~, respectively^[@ref22]−[@ref28]^

Aspiration techniques, however, were used on cells and membranes with fixed and defined boundaries and not for fluids in general. To overcome this and other issues, here we present a microfluidic tensiometry technique that generates droplets before aspirating them back into a constricted channel and measuring the interfacial tension in situ. The pressure needed to aspirate the cell or droplet is linearly related to the interfacial tension by [eq [1](#eq1){ref-type="disp-formula"}](#eq1){ref-type="disp-formula"}, requiring only the radii of curvature of the unaspirated and the aspirated droplets to obtain the interfacial tension. The interfacial tension values obtained in our lab are compared to previously obtained literature data, demonstrating that our new tensiometry technique works for a broad range of combinations of immiscible liquids, including those with very low interfacial tensions, on the order of sub-millinewton per meter, and those for which present techniques have great difficulties in producing precise and reliable data.^[@ref9],[@ref24]^ Measurements as a function of time can also produce dynamic interfacial tension data with high resolution.

Experimental Section {#sec2}
====================

Materials {#sec2-1}
---------

TWEEN 20 (poly(oxyethylene) (20) sorbitan monolaurate, 99%, Sigma-Aldrich), Span 80 (sorbitan oleate, 99%, Sigma-Aldrich), hexadecane (\>99%, Sigma-Aldrich), 5CB (4-cyano-4′-pentylbiphenyl, \>99%, Xinhua Chemical Company), DMOAP (dimethyloctadecyl\[3(trimethoxy-silyl)propyl\]ammonium chloride, 42% in methanol, Sigma-Aldrich), galinstan (Smart Elements GmbH), PETA (pentaerythritol tetraacrylate, 99%, Sigma-Aldrich), and sodium hydroxide (\>99%, Sigma-Aldrich) were all used as received without further purification. Ultrapure deionized water (0.055 μS/cm) was obtained from a Sartorius arium water purifier.

Device Fabrication {#sec2-2}
------------------

The devices used were based on techniques for glass capillary flow-focusing devices presented by Utada et al.^[@ref29]^ In short, capillaries for the injection of the dispersed phase were fabricated from round borosilicate glass capillaries (1.0 mm outer diameter, Drummond) pulled using a Sutter P-100 pipette puller to varying degrees of taper and cut with a Narishige microforge or cut by hand and smoothed with a 1000 grit sandpaper to the desired orifice diameters. Capillaries for collecting the produced droplets were fabricated from the same capillaries used for the injection of the dispersed phase, either used as supplied or after the creation of a constriction at a point in the capillary using the pipette puller. The capillaries were then cleaned with oxygen plasma. When working with galinstan as a dispersed phase and water as an outer phase, no further treatments of the glass surfaces were performed, as plasma treatment alone creates hydrophilic substrates. The glass capillaries were then stored under ultrapure deionized water prior to device assembly. When water or 5CB was used as the dispersed phase, the capillaries were then treated with a dilute DMOAP solution to prevent wetting of the dispersed phase and dried in a vacuum oven at 110 °C for at least 30 min before being assembled into devices.

Each device was then assembled on a clean microscope slide, using a square glass capillary (VitroTubes, 1.0 mm inner diameter) to encase the injection and collection capillaries. A Sterican 21 gauge cannula was cut to accommodate the injection point for the outer phase fluid. The capillaries and the cannula were positioned under a microscope and fixed in place with a Pattex Super Mix Metal two-part epoxy. When the injection and collection capillaries were properly positioned and fixed in place, transparent UV-reactive epoxy (Norland NO86 optical adhesive) was filled by capillary action into the empty space of the channel in a manner such that enough space was left for the outer phase to flow into the channel; the process is shown in [Figure [1](#fig1){ref-type="fig"}](#fig1){ref-type="fig"}.

![Process of filling UV glue for sealing around the injection capillary. The UV glue (blue-gray in the online figure) is filled into the square capillary up to the dashed line before sealing.](la-2017-034942_0001){#fig1}

The device was then cured under a Wood's lamp for 10 min, solidifying the UV adhesive. Schematics of the assembled devices are shown in [Figure [2](#fig2){ref-type="fig"}](#fig2){ref-type="fig"}.

![Schematics of the microfluidic devices used. (a) Device used for measuring interfacial tension at the tip of the injection capillary. (b) Device used for measuring interfacial tension at a constriction.](la-2017-034942_0002){#fig2}

Alternating rinses of reagent-grade isopropanol and ultrapure water were then flushed through each of the capillaries to both clean the device of aqueous and organic residues and to ensure no leaking was present prior to each device's use in an experiment.

Method {#sec2-3}
------

A Fluigent MFCS-EZ pressure pump system equipped with two 1034 mbar pressure channels, one 345 mbar channel, and one 25 mbar channel was used to flow the liquids into the device through tubing by pressurizing septum-equipped vials containing the liquids to be studied. This instrument integrates both a rapid-response pressure pump and continuous pressure monitoring. When materials not sensitive to air were used, droplets were generated by flowing the continuous and dispersed phases under various pressures, producing droplets of different sizes by tuning the ratio of the flow rates between the fluids. A syringe pump was instead used to flow air-sensitive liquids, such as galinstan, to prevent the material from oxidizing.^[@ref30]^

After droplets of the dispersed phase were generated from an injection capillary into a collection capillary, depending on the device used, they were then aspirated, by applying pressure from the exit of the channel, either into the channel from which the droplets were produced, as demonstrated in [Figure [3](#fig3){ref-type="fig"}](#fig3){ref-type="fig"}, or into a constriction created further down the collection tube, as shown in [Figure [4](#fig4){ref-type="fig"}](#fig4){ref-type="fig"}.

![Schematic and corresponding experimental images (here, 5CB in a 1.0 mM CTAB solution) of droplet production and aspiration back into the injection channel. In the schematic diagrams, blue arrows represent the flow direction. (a/a′) Schematic representation of the droplet production process; (b/b′) droplet held stationary in the channel before aspiration into the injection channel, with a pressure *P*~1~ applied from the exit of the collection channel; and (c/c′) aspiration of the droplet into the injection channel with a pressure *P*~1~ + δ*P* applied from the exit of the collection channel.](la-2017-034942_0003){#fig3}

![Schematic and corresponding experimental images (here, of 5CB in a 1.0 mM CTAB solution) of droplet production and aspiration back into the injection channel. In the schematic diagrams, blue arrows represent the flow direction. (a) Schematic of the device and the droplet production process; (b/b′) droplet being held stationary in the collection channel just after the constriction, with pressure *P*~1~ applied from the collection tube exit; (c/c′) droplet aspiration process, with a droplet deformation achieved upon applying pressure *P*~1~ + δ*P* from the collection tube exit.](la-2017-034942_0004){#fig4}

Images of the aspiration process were continuously captured using a high-resolution camera (PixeLINK M15C) and matched with the corresponding pressure at each stage of droplet deformation. The continuous monitoring of the pressure applied from the right end of the collection capillary, whether using the device shown in [Figure [3](#fig3){ref-type="fig"}](#fig3){ref-type="fig"} or in [Figure [4](#fig4){ref-type="fig"}](#fig4){ref-type="fig"}, allows us to measure the change δ*P*~1~ that is needed to initiate aspiration of the droplet either at the orifice of the injection capillary or into the constricted region of the collection capillary, as shown in [Figure [5](#fig5){ref-type="fig"}](#fig5){ref-type="fig"}. Knowing δ*P*~1~, the corresponding measured change of the droplet radius upon aspiration from *R*~1~ to *R*~2~ then allows us to calculate, via [eq [1](#eq1){ref-type="disp-formula"}](#eq1){ref-type="disp-formula"}, the interfacial tension between the two immiscible liquids under investigation (see [Supporting Information](http://pubs.acs.org/doi/suppl/10.1021/acs.langmuir.7b03494/suppl_file/la7b03494_si_001.pdf) for interfacial tension derivation and aspiration [Videos S1](http://pubs.acs.org/doi/suppl/10.1021/acs.langmuir.7b03494/suppl_file/la7b03494_si_002.avi) and [S2](http://pubs.acs.org/doi/suppl/10.1021/acs.langmuir.7b03494/suppl_file/la7b03494_si_003.avi)). The use of a constricted geometry allows us to produce different degrees of aspiration with different applied pressures.

![Demonstration of the variation of pressure *P* applied from the exit of the collection capillary, measured during the aspiration process, and the resulting variation of droplet radius, both of which are used to determine the interfacial tension. (a) Real-time graph of *P* as a function of time, showing the reading from the pneumatic pump before, during, and after the aspiration of the droplet into the constricted channel. (b) Initial state, when the droplet is held fixed to the right of the constricted region of the channel without any movement or visible deformation, used as the state for the initial value of *P*~1~. (c) Aspirated state, in which the droplet has entered the constricted region of the channel thanks to an increase in *P* to the value *P*~1~ + δ*P*, with a consequent distortion of its shape. The change in pressure between the states in (b) and (c), δ*P*, is the quantity needed in [eq [1](#eq1){ref-type="disp-formula"}](#eq1){ref-type="disp-formula"}.](la-2017-034942_0005){#fig5}

Results {#sec3}
=======

Isotropic Fluids {#sec3-1}
----------------

We first validated our devices with aqueous solutions of TWEEN 20 in several concentrations as the dispersed phase and solutions of different concentrations of Span 80 in hexadecane as the continuous phase. These solutions were previously extensively characterized by Hashimoto et al. by pendant drop techniques^[@ref31]^ and present a wide range of potential interfacial tensions by simple variation of the concentration of the surfactant in the two phases, thus giving a good means to test our system and the technique. The results we obtained are presented and compared to the literature values in [Table [1](#tbl1){ref-type="other"}](#tbl1){ref-type="other"}.

###### Interfacial Tensions between Solutions of TWEEN 20 (aq) as the Dispersed Phase and Solutions of Span 80 in Hexadecane as the Continuous Phase Compared to Literature Values from Hashimoto et al.^[@ref31]^ (Listed in Parentheses)

  concentration TWEEN 20 (aq, w/w)                                                                       
  ---------------------------------- --------------------------------- --------------------------------- ---------------------------------
  0.03%                               4.4 ± 0.5 mN/m (4.4 ± 0.2 mN/m)   2.3 ± 0.3 mN/m (2.5 ± 0.2 mN/m)   2.7 ± 0.4 mN/m (2.4 ± 0.4 mN/m)
  0.3%                                1.7 ± 0.2 mN/m (1.4 ± 0.2 mN/m)   0.8 ± 0.3 mN/m (0.7 ± 0.1 mN/m)   0.4 ± 0.2 mN/m (0.2 ± 0.0 mN/m)

As can be seen, the obtained interfacial tension values are reasonably in agreement with the literature values, the main source of deviation being in the resolution with which the pressure pump allows us to adjust *P*. Lower interfacial tensions are measured with extremely small pressure differences; with the measurement uncertainty of the pressure pump used, this propagates to high relative uncertainties.

Liquid Metals {#sec3-2}
-------------

The second group of systems we tested was with a dispersed phase of galinstan, gallium alloyed with indium and tin such that it exists as a liquid at room temperature. For continuous phases, we used aqueous sodium hydroxide (NaOH) solutions of concentrations ranging from 0.01 to 1.0 M. NaOH solutions were chosen because strongly acidic and/or basic conditions will remove the oxide skin that rapidly forms when the gallium alloy comes into contact with oxygen, thus allowing the liquid metal to once again behave as a liquid.^[@ref30],[@ref32]−[@ref35]^ The measured interfacial tensions are presented in [Table [2](#tbl2){ref-type="other"}](#tbl2){ref-type="other"}.

###### Interfacial Tensions of Galinstan against NaOH Solutions and Their Standard Deviations Obtained from a Set of at Least Five Measurements

  concentrat3ion base   mean interfacial tension (mN/m)
  --------------------- ---------------------------------
  1.0 M NaOH (pH 14)    462 ± 32
  0.1 M NaOH (pH 13)    446 ± 18
  0.01 M NaOH (pH 12)   442 ± 18

These observations are generally in accordance with literature observations,^[@ref35]^ and within the measurement uncertainty, they suggest that the pH or the concentration of NaOH does not play a significant role in the interfacial tension between the two phases provided that the pH of the solution is 10 or greater. We were unable to produce satisfactory measurements of the interfacial tension of galinstan against 1.0 M hydrochloric acid (HCl) solution. Bilodeau et al.^[@ref32]^ found that the pendant drop equilibration time for a droplet of galinstan in 1.0 M HCl was 1.5 h compared to immediate equilibration in the case of 0.1 M NaOH. The inability to apply our technique to the galinstan--HCl solution interface is thus likely a product of hydrochloric acid less readily removing the oxide skin compared to sodium hydroxide, thus leading to a solidlike behavior at the droplet boundary. Our technique works for any liquid--liquid interface, provided that the dispersed phase droplets do not break up or wet the capillary walls. When an aqueous HCl solution is used as the continuous phase, the two liquids are separated by a very thin layer of solid gallium oxide that, moreover, also results in a certain effective wetting of the glass capillary walls, explaining the difficulty.

We additionally were able to measure the interfacial tension between a continuous phase of degassed PETA, a viscous (viscosity \> 1000 mPa·s) acrylate monomer, and galinstan droplets, obtaining an interfacial tension of 569 ± 15 mN/m, showing that this technique can also work with exceptionally viscous systems. We know of no literature data for comparison in this case.

Anisotropic Liquids (Liquid Crystals) {#sec3-3}
-------------------------------------

As a further test of our tensiometer, we decided to measure the interfacial tension between the common synthetic nematic liquid crystalline material 5CB and aqueous surfactant solutions. The reported density values of 5CB are not entirely consistent: most indicate a low density of around 1.008 g/mL^[@ref36],[@ref37]^ at room temperature, but values as high as 1.035 g/mL have been reported.^[@ref38]^ Such variation may raise concerns about the ability to accurately measure the interfacial tension using common techniques.^[@ref9],[@ref10],[@ref38],[@ref39]^ Our system gives an opportunity to establish a value that is entirely independent of the reliability of the density data.

We first measured the interfacial tension between 5CB and an aqueous solution of 1.0 M CTAB (hexadecyltrimethylammonium bromide), giving us a value of 3.2 ± 0.8 mN/m at room temperature, which falls within the values reported by Kim et al.^[@ref9]^ Their reported values are in the range 1.5--5.5 mN/m at room temperature, where the uncertainty was largely due to the uncertain density of 5CB and the limitations of the pendant drop technique used in that study.

A difficulty in working with CTAB, however, is its high Krafft temperature: at temperatures below 23 °C, the surfactant will crystallize out of the solution. Therefore, to further investigate the interfacial behavior of 5CB, we measured the interfacial tension of 5CB also against aqueous solutions of SDS (sodium dodecyl sulfate). At 10 mM, above the surfactant's critical micelle concentration (CMC), reported as ∼8.2 mM at 25 °C, the measured interfacial tension was 3.7 ± 0.3 mN/m. This value is close to the number obtained for the CTAB solution of concentration above its CMC (∼0.92 mM at 25 °C for CTAB). Six further concentrations of SDS were tested, with the complete results summarized in [Figure [6](#fig6){ref-type="fig"}](#fig6){ref-type="fig"}. At all SDS concentrations below the CMC, a logarithmic relationship of surfactant concentration to the measured equilibrium interfacial tension was observed, similar to previous observations of a smectic liquid crystal phase in contact with aqueous surfactant solutions.^[@ref11]^

![Equilibrium interfacial tension of 5CB against seven SDS (aq) solutions measured using the constricted capillary technique. The error bars represent standard deviations of a minimum of five measurements at each concentration; the logarithmic curve is fitted to the data for the sub-CMC concentrations.](la-2017-034942_0006){#fig6}

The values obtained in [Figure [6](#fig6){ref-type="fig"}](#fig6){ref-type="fig"} are equilibrium interfacial tension values, obtained over experimental time scales of up to 30 min with no change in the behavior observed. Using the constricted capillary technique, we were additionally able to obtain time-dependent dynamic interfacial tension values as the surfactant adsorbs to the water--liquid crystal interface. This is accomplished by setting a fixed aspiration pressure to be just enough to hold the droplet at the entrance to the constriction and then observing the droplet retract into the constriction as its interfacial tension decreases with time. An example of such a dynamic interfacial tension measurement is presented in [Figure [7](#fig7){ref-type="fig"}](#fig7){ref-type="fig"}. The interfacial tension of 5CB decreases very quickly with time, reaching an equilibrium state within 2 to 3 min of droplet production, similar to the behavior shown by Harth et al. for a smectic liquid crystal in a surfactant solution.^[@ref11]^

![Dynamic interfacial tension of a droplet of 5CB against 6.0 mM SDS (aq) solution, measured over 50 s from when the droplet was captured in the constriction. (a) Calculated interfacial tensions as a function of experimental time; (b) initial state at *t* = 0 s; (c) at *t* = 20 s; and (d) at *t* = 40 s.](la-2017-034942_0007){#fig7}

We also tested our technique to see if we were able to directly measure the interfacial tension of 5CB against pure water, a measurement that has proven problematic to perform with traditional methods of interfacial tensiometry. We obtained as a value of 30.8 ± 7.5 mN/m, which is reasonably in concordance with the data reported by Proust et al.^[@ref40]^ The high standard deviation in our measurements comes from the tendency of 5CB droplets to easily wet glass surfaces in the absence of surfactant. Some possible treatments for overcoming the wetting issues are outlined in the [Supporting Information](http://pubs.acs.org/doi/suppl/10.1021/acs.langmuir.7b03494/suppl_file/la7b03494_si_001.pdf). Finally, we measured the surface tension of the 6.0 mM SDS solution by placing a small air droplet in the constriction (see [Supporting Information](http://pubs.acs.org/doi/suppl/10.1021/acs.langmuir.7b03494/suppl_file/la7b03494_si_001.pdf)). The measurement of the surface tension works well with our technique, producing a reasonable value of 35 ± 4 mN/m.

Discussion {#sec4}
==========

Although dynamic interfacial tension data were easily accessible, it was not possible to measure the interfacial tension of the droplet immediately after production because of the design of our current setup. With a more optimized design (with, e.g., the constriction placed immediately after droplet generation), it should be possible to minimize the time from droplet generation to interfacial tension measurement, thereby further extending the dynamic measurement.

Because it is essential that the dispersed phase does not wet the capillary walls, adequate surface treatment is required. This is easy to accomplish when the two materials used are, for example, a nonpolar alkane and an aqueous solution: treatment to prevent wetting of the dispersed phase will ensure wetting of the continuous phase, such as the use of DMOAP (hydrophobic treatment) with an alkane as the continuous phase and an aqueous solution as the dispersed phase (as presented above). When either or both of the liquids have some amphiphilic character, however, such as with liquid crystal droplets in water, this becomes considerably more challenging. Although most liquid crystals, for example, do not wet to hydrophobic-treated substrates well, they wet to them better than an aqueous solution wets. The issue is then a question of finding a substrate to which the dispersed phase wets less than the continuous phase does.

Wetting issues become less of a concern when a high concentration of surfactant is used, as the surfactant effectively adsorbs to the dispersed phase interface and creates a layer that reduces adhesion to the glass capillaries: this is normally best achieved at concentrations above the CMC for a given surfactant, but an absence of wetting can also be observed for certain surfactant concentrations below the CMC. Ultimately, preventing wetting can be difficult to achieve for some combinations of liquids, possibly presenting a more fundamental challenge for our technique. However, for most such difficult liquid combinations, an alternative technique for measuring the interfacial tension will typically fail.

Conclusions {#sec5}
===========

In summary, we have demonstrated a microfluidics technique for tensiometry that applies to a wide range of systems of immiscible liquids covering a large range of orders of interfacial tensions, even when nothing is known about their further properties such as density or viscosity. It requires very small amounts of liquid and is thus ideal for studying the interfacial tension between precious liquids available only in small quantities, for example, custom-synthesized liquids or a naturally occurring liquid in scarce quantities. The main general limitation is equipment-related, namely, the resolution of the pressure pump used: many of the measured pressure changes δ*P*, particularly for the 5CB--water systems, were on the order of 0.1 mbar; with a minimum resolution of 0.01 mbar for the pressure pump, non-negligible uncertainty results. Importantly, this uncertainty is not intrinsic to the technique and can be reduced significantly by tailoring of the equipment. Assuming adequate pressure resolution and substrates successfully treated to prevent wetting of the dispersed phase, our new technique can precisely measure interfacial tensions from as little as a few micronewton per meter to the order of newton per meter.

The Supporting Information is available free of charge on the [ACS Publications website](http://pubs.acs.org) at DOI: [10.1021/acs.langmuir.7b03494](http://pubs.acs.org/doi/abs/10.1021/acs.langmuir.7b03494).Derivation of the modified Young--Laplace equation, measurement of the surface tension of 6.0 mM SDS solution, and suggested wetting treatments for various combinations of liquids ([PDF](http://pubs.acs.org/doi/suppl/10.1021/acs.langmuir.7b03494/suppl_file/la7b03494_si_001.pdf))Aspiration of Galinstan in 0.1 M NaOH solution ([AVI](http://pubs.acs.org/doi/suppl/10.1021/acs.langmuir.7b03494/suppl_file/la7b03494_si_002.avi))Aspiration of 5CB in 0.01 M SDS solution ([AVI](http://pubs.acs.org/doi/suppl/10.1021/acs.langmuir.7b03494/suppl_file/la7b03494_si_003.avi))
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